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SENSOR SERIAL NUMBER: 1370
CALIBRATION DATE: 12-Apr-13

SBE3 TEMPERATURE CALIBRATION DATA
ITS-90 TEMPERATURE SCALE

 
ITS-90 COEFFICIENTS IPTS-68 COEFFICIENTS

g =  4.84045562e-003

h =  6.75025433e-004

i =  2.38639563e-005

j =  1.66384057e-006

f0 = 1000.0

a =  3.68121014e-003

b =  6.04854936e-004

c =  1.48091769e-005

d =  1.66522239e-006

f0 = 6169.006

 

 BATH TEMP                   INSTRUMENT FREQ                 INST TEMP                           RESIDUAL

       (ITS-90)                                    (Hz)                                    (ITS-90)                                (ITS-90)

  -1.5000            6169.006            -1.4998             0.00016

   1.0000            6521.598             0.9999            -0.00013

   4.5000            7039.245             4.4998            -0.00022

   8.0000            7585.595             7.9999            -0.00006

  11.5000            8161.383            11.5002             0.00023

  15.0000            8767.309            15.0005             0.00047

  18.5000            9403.883            18.4996            -0.00039

  22.0000           10072.187            21.9998            -0.00016

  25.5000           10772.672            25.5000            -0.00001

  29.0000           11505.975            29.0001             0.00008

  32.5000           12272.685            32.5000             0.00002

 

Temperature ITS-90 = 1/{g + h[ln(f
0
/f)] + i[ln

2
(f

0
/f)] + j[ln

3
(f

0
/f)]} - 273.15 (°C)

Temperature IPTS-68 = 1/{a + b[ln(f
0
/f)] + c[ln

2
(f

0
/f)] + d[ln

3
(f

0
/f)]} - 273.15 (°C)

Following the recommendation of JPOTS: T
68

 is assumed to be 1.00024 * T
90

 (-2 to 35 °C)

Residual = instrument temperature - bath temperature
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Temperature, Degrees C

28-Sep-11   0.09
12-Apr-13   0.00


