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CUSTOMER INFORMATION
Name:  NOAA - ATLANTIC OCEANOGRAPHIC AND METEOROLOGICAL LAB PO Number:
Account : 40279759
GRANT RAWSON
GRANT.RAWSON@NOAA.GOV
(305) 361-4363

Bill To Address Ship To Address
4301 RICKENBACKER CAUSEWAY 4301 RICKENBACKER CAUSEWAY
MIAMI,FL,33149,US MIAMI,FL,33149,US

PRODUCT INFORMATION

Item:  43.LEGACY
Item Description: (LEGACY) SBE 43 Oxygen Sensor
Serial: 432712

Special Notes
Services Requested:
Dissolved Oxygen Calibration

No problems found.

Services Performed:
Performed initial diagnostic evaluation.
Performed "POST" cruise calibration.

Item Item Description Qty
CAL_43 SBE 43 dissolved oxygen sensor calibration 1

Unbilled Items
Item Item Description Qty
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PRODUCT INFORMATION

Item:  03F.LEGACY
Item Description: (LEGACY) SBE 03F Temperature Sensor
Serial: 031692

Special Notes
Services Requested:
Temperature Calibration

No problems found.

Services Performed:
Performed initial diagnostic evaluation.
Performed "POST" cruise calibration.

Item Item Description Qty
CAL_3 SBE 3 Temperature sensor calibration; 11 points -1 to 31deg.C 1

Unbilled Items
Item Item Description Qty
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PRODUCT INFORMATION

Item:  03P.LEGACY
Item Description: (LEGACY) SBE 03Plus Temperature Sensor
Serial: 03P5140

Special Notes
Services Requested:
Temperature Calibration

No problems found.

Services Performed:
Performed initial diagnostic evaluation.
Performed "POST" cruise calibration.

Item Item Description Qty
CAL_3 SBE 3 Temperature sensor calibration; 11 points -1 to 31deg.C 1

Unbilled Items
Item Item Description Qty

 


