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n = Instrument Output (counts)

Temperature ITS-90 (°C) = 1/{a0 + a1[ln(n)] + a2[ln
2
(n)] + a3[ln

3
(n)]} - 273.15

Residual (°C) = instrument temperature - bath temperature
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SENSOR SERIAL NUMBER: 0258
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SBE 38 TEMPERATURE CALIBRATION DATA
ITS-90 TEMPERATURE SCALE

COEFFICIENTS:
a0 = -2.250096e-004
a1 =  3.065365e-004
a2 = -4.386217e-006
a3 =  2.026797e-007
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